Scleral fixation for a phakic anterior chamber disc intraocular lens.
Angle-supported phakic anterior chamber intraocular lenses (IOLs) require a high degree of anterior vaulting, but this can cause an inadequate distance between the IOL and the cornea, especially during rubbing or squeezing of the eye. A vaultless implant was designed by anchoring 3 supple hepatics through the anterior chamber into the sclera. Thus, a suspended rather than a wedged implant was achieved. The lens was implanted in 3 eyes of 2 patients in 1990. Good tolerance of the IOL was maintained over 7 years of follow-up. A suspended anterior chamber phakic IOL maintains an adequate position with lack of bowing and shows promising results.